Objectives: The aim of this study was to assess whether the low-to highkVp computed tomography (CT) number ratio at dual-energy CT is affected by changes in patient diameter.
D ual-energy computed tomography (DECT) has emerged as a valuable diagnostic tool and offers additional material-specific information compared with single-energy computed tomography (SECT).
1 This material discrimination is made possible by exploiting the different attenuation properties of different materials when imaged using low-versus high-energy x-ray spectra. A given element's attenuation profile depends on both the atomic number and the physical density of the material, because of the photoelectric absorption effect and Compton scattering, the two dominant attenuation mechanisms at diagnostic energy levels. 2 As DECT operates with low-energy (usually 80 kVp) and highenergy (usually 140 kVp) x-ray spectra, the relative attenuation of voxels in the imaged volume at these two spectra (or commonly referred to as "energies," although the applied spectra contain a continuous distribution of energies) is acquired.
The relative difference in attenuation at the two energies forms the basis for material decomposition. The greater the difference in attenuation profile between two materials, the easier the decomposition of the materials' signal at DECT. [2] [3] [4] [5] [6] Screening different materials for their separability at DECT is commonly achieved by reference to the low-to high-kVp computed tomography (CT) number ratio for each material, a metric known as the dual-energy ratio (DER). Falt et al 7 showed that candidate high-Z contrast elements offer low DERs (DER,~1-1.5) that are distinct from existing clinical iodine and barium-based agents (DER,~2) and are thus attractive for dual-contrast DECT studies. Gabbai et al 8 demonstrated that these DERs remain consistent between different DECT platforms. Other studies have screened high-Z contrast elements for their imaging efficacy at different x-ray spectra but have not investigated dual-energy properties. 9, 10 An important but largely unexplored aspect of a given material's DER is its potential dependency on patient size due to its attenuation profile and the beam-hardening effect. Beam hardening is a phenomenon whereby low-energy x-ray photons are preferentially absorbed, increasing the mean photon energy of the detected x-ray spectrum and therefore lowering measured CT numbers in the reconstructed images. 11 This effect is more pronounced in larger patient sizes because x-rays are attenuated over longer material path lengths. 12 Beam hardening may adversely affect the robustness of using the DER as a means for material separation, particularly between elements of relatively similar DER where discrimination is already challenging, such as iodine and calcium. Recent research has provided encouraging results; Krauss et al 13 imaged iodinated contrast material in circular phantoms 10 to 40 cm in diameter using dual-source computed tomography (DSCT). Although the primary aim of the study was to investigate different energy and filtration options, the DER for iodine remained unchanged by phantom size. Other elements potentially useful for CT contrast were not tested.
The aim of our study was to further characterize how the DER of different elements is influenced by patient size. We sought to achieve this through thorough investigation of seven different elements that are currently used or have been proposed for use as future CT contrast agents, over a range of phantom sizes representing small to obese adults.
MATERIALS AND METHODS

Phantoms
A pseudoanthropomorphic adult abdomen phantom (model 007TE; CIRS, Norfolk, Va) composed of soft-tissue-equivalent plastic, measuring 220 mm in the anterior-posterior (AP) diameter, 300 mm in the lateral (LAT) diameter, and 150 mm in length, was used for all scanning (Fig. 1A) . A 150-mm-long, 19-mmoutside-diameter, cylindrical vial made of poly(methylmethacrylate) was filled with the contrast material to be tested and was centrally located in the phantom. The phantom was encased sequentially in three differently sized clamshell-type rings composed of adiposeequivalent plastic, measuring 33, 60, and 90 mm in thickness (Figs. 1B-D) ( Table 1 ). The rings simulated effective patient diameters, defined as ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi ffi AP Â LAT p , 14 from 257 to 438 mm for the thinnest (0 mm for base phantom) to thickest fat ring configuration (Table 1) .
Contrast Elements
Seven contrast elements with a wide range of atomic numbers were formulated according to Table 2 . We chose elements including three currently used clinical contrast agents: iodine, barium, and gadolinium. 15 Three high-Z elements that are candidates for future clinical CT contrast agents, tantalum, tungsten, and bismuth, were also included. 9, [16] [17] [18] [19] Calcium was tested because it represents a common biological material to be separated from contrast agents at DECT. 4 Each element except calcium was formulated in distilled water at a concentration of 10 mg active element per milliliter, which approximates concentrations representative of those observed clinically. [8] [9] [10] 20 Calcium was suspended at a concentration of 30 mg/mL to represent arterial calcium deposits and bone. 8 Control vials with water in place of a contrast element were also scanned at each phantom size. The effective diameter is defined as ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi ffi AP Â LAT p . The tube current-time product is defined as the product of the instantaneous tube current (in mA) and the gantry rotation time (in seconds).
*The smaller range in DECT CTDI vol compared with the SECT CTDI vol reflects the available Gemstone Spectral Imaging (GSI) protocol options.
CT Scanning
All imagings used a clinical rapid-kVp-switching DECT scanner (Discovery CT750HD; GE Healthcare, Little Chalfont, United Kingdom). Scans were performed in axial mode with a collimation of 40 mm (64 Â 0.625-mm detector rows), a largepatient bow-tie filter, and without use of automatic exposure control. Three scans were performed: SECT scans at 80 and 140 kVp and a rapid-kVp-switching DECT scan at the same x-ray tube operating voltages. Tube currents and DECT Gemstone Spectral Imaging (GE Healthcare) protocol presets were adapted according to the phantom diameter (Table 1) , in order to produce a similar level of image noise for each phantom configuration (Fig. 1) . These presets were chosen using a noise index (GE's image quality reference parameter) of 31, specified for a reconstructed image thickness of 2.5 mm.
Image Analysis
All images were reconstructed with a thickness of 2.5 mm using filtered back-projection and the standard filtering kernel. For the DECT scans, images were reconstructed at virtual 
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monochromatic spectral (VMS) levels of 60 and 80 keV, to approximate the mean energy of the 80-kVp and 140-kVp SECT images. 8 Mean CT number measurements were taken from circular 1-cm 2 (5.6-mm radius) regions of interest placed in the center of the element-containing vial in 10 consecutive axial images. Bright streak artifacts from the spine insert affected the measurement region in the vial, particularly at 80 kVp for the large phantom sizes. We corrected for this by subtracting the CT number within a water vial, scanned under the same phantom configuration, from the CT number of each of the contrast vial. Although this did not eliminate the artifact itself, it adjusted the contrast vial CT numbers to levels unbiased by the artifactual brightness from the spine insert. We calculated DERs by dividing the CT number at 60 keV by the CT number at 80 keV for the VMS images and by dividing 80-kVp CT numbers by 140-kVp CT numbers in the SECT images. The DERs for the 7 elements were compared with one another for a total of 21 material pairs. To assess whether discrimination of a material pair remained achievable at all phantom sizes, the ranges in the DER over the different phantom sizes were compared for each element. If the DER ranges of 2 elements did not overlap in either the VMS or the SECT images, the pair was considered separable.
RESULTS
All elements showed a decreasing trend in CT number with increasing phantom diameter for the four image sets (60-and 80-keV DECT VMS, and 80-and 140-kVp SECT) (Fig. 2) . CT numbers decreased monotonically, with the exception of some of the elements in the 60-keV VMS images, in which gadolinium, tantalum, tungsten, and, to a lesser extent, bismuth displayed subregions over which the CT numbers were nearly constant or even increased. Overall, the 60-and 80-keV VMS images generated via DECT provided similar CT numbers to the 80-and 140-kVp SECT images, respectively, with a mean intraelement difference (difference between each VMS data point and the corresponding SECT data point) of 10.6 Hounsfield units and a maximum difference of 43 Hounsfield units for tungsten, because of its nonlinear behavior at 60-keV VMS (Fig. 2A) . As the phantom size increased from 257 to 438 mm, the mean CT number of the elements across all image types decreased by~20% (Fig. 3) . The decreases in CT number ranged from a minimum of 11% for bismuth at 140 kVp to a maximum of 31% for barium at 140 kVp. Overall, the high-Z elements tantalum, tungsten, and bismuth maintained a more constant attenuation over the range of phantom sizes than the conventional CT agents iodine, barium, and gadolinium, with a mean CT number reduction of 14% for the high-Z elements compared with 26% for the conventional elements (P < 0.05).
Dual-Energy Ratios
The DERs for 60:80-keV VMS (Fig. 4A) and 80:140-kVp SECT (Fig. 4B) remained consistent over the range of phantom sizes. This was due to the proportional decrease in CT number with increasing phantom size for both low-and high-energy spectra (Figs. 2 and 3 ). The largest difference was observed for bismuth, with a variation between phantom sizes of 15.8% in the 80:140-kVp images. Iodine was the most consistent element, with a variation of 6.5% in the 60:80-keV VMS images and 1.4% in the 80:140-kVp SECT images. The DER ranges of the 7 elements did not overlap in 17 of the 21 pairs of elements, suggesting that material discrimination should remain possible for these pairs at all patient sizes ( Table 3 ). The exceptions were iodine-barium, tungsten-tantalum, tungsten-bismuth, and tantalum-bismuth. Overall, the 60:80-keV VMS DERs agreed well with the 80:140-kVp DERs (Table 4 ). The largest difference was observed for tungsten at the 323-mm-diameter phantom size, with a discrepancy between VMS and SECT DERs of 16.6%.
DISCUSSION
Our study showed that DECT number ratios of clinical and proposed contrast elements do not change substantially with phantom size, despite reduction of CT numbers with increased object size. This is because the CT number reduction was approximately proportional at low and high x-ray energies, and thus, the ratio between the two remained similar. Our results suggest that dual-energy material discrimination algorithms using DER need not compensate for patient body habitus. Previous studies have reported decreasing CT numbers at larger simulated patient sizes because of beam hardening, but without phantoms as large as those used here or assessment of dual-energy properties. 9, 10 The DERs that were determined in our study agree well with those reported in literature, as obtained using a dual-source scanner, with the exception of bismuth. 7 In a previous study, the DER of bismuth was reported as 1.4, compared with~1.0 in our experiments. This discrepancy may be a result of the previous study's choice of bismuth formulation. The authors used bismuth chloride as the solute, with hydrochloric acid as the solvent, with a resulting high (>3:1) ratio of chlorine to bismuth atoms. As chlorine (Z = 17) has a relatively high atomic number compared with organic compounds, its correspondingly high attenuation may have significantly altered the DER of the solution. With a similar atomic number to calcium (Z = 20), chlorine has a positive DER, which would explain the reported ratio of 1.4. Our study used bismuth citrate (C 6 H 5 BiO 7 ) in a water-based suspension with xanthan gum (C 35 H 49 O 29 ), and as such the highest atomic number element other than bismuth was oxygen (Z = 8). As such, we believe the DER of~1 reported here to be more representative of elemental bismuth.
Our second major finding is the smaller CT number decrease with increasing phantom size for the high-Z elements (tungsten, tantalum, and bismuth) compared with the conventional elements (iodine, barium, and gadolinium). Our measured results, which are determined using large physical phantoms, corroborate results of prior studies, which used physical phantoms to image hafnium and tungsten, 18 and indirectly simulated large patient diameter with either computer simulations 9 or through filtration of the x-ray source. 10 Our results highlight the advantage of potential noniodinated high-Z agents for use in large-to-obese patients, given that (1) their low DERs imply sustained contrast at the high-kVp settings required for this population, and (2) contrast enhancement by high-Z elements is not diminished by large patient size, unlike that of iodine and barium agents. Despite these imaging benefits, no high-Z contrast element is currently approved for clinical use, and as such, biocompatibility and toxicity remain uncertain. 10, 21 Gold and tungsten nanoparticle-based agents appear to show effective clearance, although data are limited to imaging studies tracking renal contrast enhancement. 19, 22 However, recent data for tantalum nanoparticle-based agents include more detailed tolerability and clearance properties that appear promising for clinical translation. 23 Our third major finding is the consistency in the CT numbers and DERs generated through SECT imaging compared with those generated with VMS images at DECT. All elements showed a decreasing trend of CT number versus phantom diameter, which was well matched between SECTand VMS images, with the exception of gadolinium tantalum and tungsten, which exhibited a flatter subregion at 60-keV VMS. One concern with the nature of the VMS images is that these images are synthesized from a two-material decomposition using iodine and water, 24 that is, the basis materials, and do not account for the k-edges of gadolinium, tantalum, and tungsten. Those elements' k-edge energies (50, 67, and 70 keV, respectively) are near the approximately 60-keV mean energy of the 80-kVp DECT spectrum. Therefore, their CT numbers in the 80-kVp data are subtly affected by the small changes with varying phantom diameter in the mean energies of transmitted (post-patient) 80-kVp spectra. These effects are modeled by differing constituent water and iodine density distributions in the 60-keV VMS images. Therefore, inconsistencies may arise at DECT VMS in materials that have their k-edge energy near the mean energy of either DECT spectrum, which the software is not explicitly modeling using the current choice of basis materials. However, this limitation can be overcome for future dual-contrast-agent DECT technology by developing multimaterial DECT material decomposition algorithms that include the k-edge effects of injected agents. Overall, however, the 60-and 80-keV VMS levels, suggested by Gabbai et al, 8 are good surrogates for the mean energies of the transmitted 80-and 140-kVp spectra and could substitute for separate SECT acquisitions for this type of research.
Our study had several limitations. First, only one dual-energy platform, rapid-kVp-switching DECT, was used. Results may vary slightly with different types of DECT scanners; however, prior comparisons of DERs yielded similar results between scanner types, 8 and a previous study using DSCT showed a size-independent DER for iodine. 13 Furthermore, in our study, the DECT and SECT results were similar, which further suggests that the consistency of the DERs is platform independent. Similarly, we did not explore the alternative tube potentials available on recent DSCT scanners (70 and 100 kVp for the low-energy acquisition and 150 kVp for the high-energy acquisition). Although the DERs themselves would likely change when using different tube potentials, 7 we anticipate that the DERs resulting from a given choice of tube potentials would remain independent of phantom size. Second, only phantoms were used. Complex patient anatomy and its interaction with contrast material were not investigated. Again, this is unlikely to affect the underlying physical attenuation processes, and our result of consistent DERs over various phantom sizes is likely to hold true in a clinical setting. Third, only a selection of contrastproducing elements was investigated. Omissions that have been proposed as possible high-Z contrast materials include gold and ytterbium. 25, 26 However, these elements have atomic numbers within the range investigated in this study and as such are likely to produce similar results. Finally, we tested only single concentrations of each element. Nevertheless, prior studies showed that the DER is independent of elemental concentration. 4, 8 To conclude, we found that DERs are independent of phantom size for a range of contrast-producing elements. This result is encouraging for future material discrimination efforts and for the development of new high-Z contrast media for dual-contrast-agent CT scanning techniques. High-Z materials should be robustly separable from biological tissues and conventional contrast agents across the wide range of patient sizes encountered clinically.
